
Introduction
In order to quantify proteins in complex biological ma-
trices such as serum or plasma, LC-MS/MS is finding its 
way to the bioanalytical community [1-6] as a comple-
mentary method to ligand binding assays (LBA). Advan-
tages of  LC–MS over LBA are that no highly selective 
biological reagents have to be developed, which can take 
up to six months to generate and possibly less compli-
cations due to immunogenicity [4,7-10]. In contrast to 
LBAs, the conventional standard for therapeutic protein 
bioanalysis, which measures the unbound intact 3D do-

main of  the therapeutic protein binding to the assay’s 
capture reagent, LC–MS measures a unique part of  the 
primary structure of  the protein. We developed a generic 
workflow consisting of  immunoprecipitation, using pro-
tein A capture followed by LC–MS/MS quantification of  
a unique signature peptide after tryptic digestion of  the 
target therapeutic monoclonal antibody (mAb) in biolog-
ical matrices [11]. To optimize the generic approach the 
“seven critical factors” approach was followed [5]. Es-
sential to the generic methodology are magnetic beads, 
functionalized with protein A, a 42 kDa surface protein 
originally found in the cell wall of  the bacterium Staphylo-
coccus aureus which binds immunoglobulins. Protein A can 
be suitable to purify classes, subclasses and fragments of  
immunoglobulins as well as immunoglobulin complexes 
[12] when the immunoglobulin of  interest has a high af-
finity for protein A as compared to other affinity capture 
materials. 
As a result of  the ability of  Protein A to capture im-
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In this study, we developed a generic bioanalytical workflow providing sensitive, specific, and 
accurate absolute quantification of  therapeutic monoclonal antibodies in serum. The workflow 
involves magnetic beads coated with protein A to pull-down therapeutic monoclonal antibodies 
with affinity for protein A from the biological matrix, followed by tryptic digestion and LC-MS/
MS quantification of  a unique signature peptide, considering of  course the matrix of  interest and 
other present mAbs, if  applicable. The feasibility of  this approach was demonstrated for Inflix-
imab (trade name Remicade) in rat serum. The assigned signature peptide was monitored in the 
selected reaction monitoring (SRM) mode. Assay variability was determined to be below 20%, 
except at the QC low level, which was provided through optimization of  the sample preparation 
and monitoring of  the LC-MS/MS using a stable isotope labeled signature peptide as internal 
standard. The 100 ng/ml lower limit of  quantification using only 25 µl sample volume, is generally 
considered as sufficient for pharmaceutical development purposes for monoclonal antibodies. 
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munoglobulins it is suitable to concentrate therapeutic 
monoclonal antibodies which are usually immunoglobu-
lin based. The digestion is combined with disulfide bond 
reduction and alkylation. To demonstrate the feasibility 
of  this approach, Infliximab (trade name Remicade), a 
chimeric monoclonal antibody against tumor necrosis 
factor alpha (TNF-α) used to treat autoimmune diseases, 
was used [13].

Materials and methods

Chemicals and reagents
Infliximab was obtained from UMC Utrecht as 10 mg/
ml solutions. The concentration was verified using Rem-
icade obtained from a local pharmacy. TPCK- trypsin 
was from Thermo Scientific (Breda, the Netherlands). 
An 18-mer synthetic signature peptide corresponding to 
a tryptic fragment (DILLTQSPAILSVSPGER) of  the 
variable part of  the light chain of  the therapeutic anti-
body was synthesized by Sigma-Aldrich (Zwijndrecht, 
the Netherlands). Its stable isotope labelled analogue 
(DILLTQSPAILSVSPGER[13C6

15N4]), applied as in-
ternal standard, was also synthesized by Sigma-Aldrich. 
Rat serum was obtained from Harlan (Horst, the Neth-
erlands). PureProteome protein A magnetic beads were 
obtained from Millipore (Amsterdam, the Netherlands). 
The other chemical reagents and solvents used were ob-
tained from Merck (Amsterdam, the Netherlands; ace-
tic acid, hydrochloric acid, sodium chloride), Biosolve 
(Valkenswaard, the Netherlands; acetonitrile, formic 
acid, methanol), Fluka (Zwijndrecht, the Netherlands; 
ammonium bicarbonate, calcium chloride and sodium 
hydroxide), Sigma-Aldrich (dithiothreitol, glycine, iodo-
acetamide, monosodium phosphate, trifluoroacetic acid) 
and Calbiochem (Amsterdam, the Netherlands; tris(hy-
droxymethyl)aminomethane). 

Preparation of  calibration and QC samples
Calibration standards were prepared by serial dilu-
tion of  Infliximab to 0.05, 0.10, 0.20, 0.50, 1.0, 2.5, 10 
and 25 μg/ml using rat serum from a 10 mg/ml stock 
solution. Quality control samples (QCs) were used to 
evaluate the accuracy and precision during the qual-
ification and were prepared in the same way as cal-
ibration standards at 0.10, 0.25, 2.0, and 10 μg/ml. 
The stable isotope labelled analogue DILLTQ-
SPAILSVSPGER [13C6

15N4]  used as internal stan-
dard (IS) was added to calibration standard and QCs 
during sample preparation, after elution from the 
beads. All samples were submitted to the immunocap-
ture and digestion steps prior to LC-MS/MS analysis.
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Immunocapture and Digestion
For each sample 50 µl protein A magnetic beads was 
used. After removing the storage buffer and washing, 
25 µl sample volume was loaded (60 min) on the beads 
in 200 µl PBS (phosphate buffered saline). A magnetic 
stand (Millipore) was used to separate the beads from the 
solution. After washing, proteins were eluted from the 
beads using 50 µl 100 mM glycine, pH 2.5. After removal 
of  the beads, the pH was raised with TRIS (pH 8) and 
internal peptide solution was added (24 ng/ml end con-
centration). After reduction with dithiothreitol (50 mM 
end concentration) and alkylation with iodoacetamide 
(85 mM end concentration), trypsin (20 µg) was added 
in ammonium bicarbonate and the samples were incu-
bated for 2.5 hours at 37°C. Finally, acetonitrile, formic 
acid and trifluoroacetic acid were added at final concen-
trations of  respectively 10%, 1% and 0.5% to give an end 
volume of  205 µl.  Samples were transferred to an HPLC 
vial and injected (10 μl) into the chromatographic system.

Optimization of  trypsin digestion
Digestion was carefully optimized since many factors, 
such as pH, ionic strength, temperature, and incuba-
tion time, can influence the efficiency of  proteolysis. 
We chose TCPK-trypsin, which exhibits limited self-di-
gestion and retains its activity over a long period. The 
optimal protein digestion was obtained at pH~8 in 100 
mM ammonium bicarbonate buffer at a temperature of  
37°C for 2.5 hours using 20 μg of  trypsin. Protein de-
naturation was obtained by heating to 95°C, reduction 
was performed by addition of  50 mM dithiothreitol and 
incubation for 20 minutes at 56°C and alkylation was op-
timized by addition of  85 mM iodoacetamide and incu-
bation for 30 minutes at ambient temperature in the dark.

Qualitative mass spectrometry for tryptic signature 
peptide identification
Peptide identification, for selection of  the best candidates 
for the quantification of  Infliximab, was performed using 
a Q-Exactive Orbitrap high resolution mass spectrome-
ter (Thermo Fischer Scientific) coupled with a Proxeon 
EASY-nLC1000 pump (Thermo Fischer Scientific) or a 
Dionex Ultimate 3000 system (Thermo Fischer Scientific).  
Separation (Proxeon) was performed on a EasySPRAY 
column (Pepmap RSLC, 50 µm x 150 mm, 2 µm, Thermo 
Fisher Scientific) using a  reversed phase (10–40% aceto-
nitrile, 0.1% formic acid) gradient (12 min.) running at 
0.300 µL/min (Figure 1). 
Separation (Dionex) was performed on an Acquity HSS 
T3, column (100 x 2.1 mm, 1.8 µm, Waters) using a  re-
versed phase (2–30% acetonitrile, 0.1% formic acid) 
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gradient (10 min) running at 0.500 mL/min (Figure 2). 
Full scan measurement was performed at a resolving pow-
er of  35000 with an AGC target of  3e6 across a scan range 
of  300–1100 m/z in profile mode, further settings: 2 µs 
scans,  max. injection time 200 ms mass tolerance 5 ppm. 

LC-MS quantitation of  signature peptide
UPLC Chromatography was performed on an Acquity 
UPLC (Waters) using an Acquity HSS T3, 50 x 2.1 mm, 1.8 
µm column (Waters). The column was eluted at a flow rate 
of  0.8 ml/min using as mobile phase A MilliQ water and 
as mobile phase B acetonitrile, both containing 0.1% (v/v) 
formic acid. The analytical gradient profile was as follows:

Time (min) %A %B
0 95 5
3 60 40
3.1 5 95
3.5 5 95
3.6 95 5
4 95 5

The column temperature was 50°C, and the injection 
volume was 10 μl. The UPLC system was coupled to a 
XEVO TQS (Waters, Milford, MA) equipped with an 
electrospray ion source. Ionization was performed in the 
positive mode using a voltage of  600 V; the cone voltage 
was set to 30 V. Argon was used as the collision gas. SRM 
of  DILLTQSPAILSVSPGER (DIL) and its internal 
standard DILLTQSPAILSVSPGER[13C6

15N4]  (DIL IS) 
was performed as follows: Peptide DIL 632.7 ([M+3H]3+ 
ions) => 545.3 (y5, collision energy 10 eV, quantifier) and 
632.7 => 731.4 (y7, collision energy 18 eV, qualifier); Pep-
tide DIL IS, 636.0 => 555.3 (y5, collision energy 10 eV, 
quantifier) and 636.0 => 741.4 (y7, collision energy 18 eV, 
qualifier). The dwell time for each SRM transition was 47 
ms.  The quantification of  Infliximab in serum was based 
on measurement of  the DIL/DIL IS peak area ratio.

Quantification of  Infliximab by the LC-MS/MS 
method in spiked rat serum 
Calibration curves were established using linear regres-
sion and 1/x2 weighting, plotting the Infliximab concen-
tration in the calibration standard samples (from 0.05 
to 25 μg/ml) vs. the peak area ratio of  the signature 
peptide from Infliximab and the signature peptide IS. 
Accuracy and precision of  the method were evaluated 
during one day by analyzing the four QC samples (0.1, 
0.25, 2.0, and 10 μg/ml) in five replicates. Assay accura-
cy (ratio of  the measured concentration to the nominal 

concentration multiplied by 100) and precision (percent 
relative standard deviation, %RSD) were calculated at 
each concentration. The combined recovery of  the im-
munocapture and digestion step  at each concentration 
was estimated from the signal of  the signature peptide 
obtained after Infliximab extraction from rat serum fol-
lowed by peptide release after tryptic digestion multi-
plied by molecular mass ratio of  the signature peptide 
(multiplied by 2) and Infliximab and comparing this with 
the signal obtained for the added signature peptide IS.

Results and discussion

Selection of  peptides for quantification
The strategy for quantification involved the selection of  
tryptic peptides from the variable regions of  both the 
light and heavy chains. The corresponding sequences 
were submitted to similarity searches (Protein BLAST)
[14] to ensure detection specificity. Table 1 lists all the 
potential peptides after in-silico digestion and BLAST 
searches vs. the species Rattus Norvegicus. 

The following peptide selection criteria were applied:
-Length between 6 and 20 amino acids
-No adjacent tryptic cleavage sites
-No methionine or cysteine in the peptide sequence
-No asparagine followed by glycine or serine
-Peptide contains part of  variable domain

There are several other relevant peptide selection criteria, 
which were not found to be relevant for Infliximab and 
were thus not applied. Table 2 lists the results of  the 
database search.
The first practical step of  the development was to iden-
tify specific peptides with the most intense MS signal, 
among those produced by digestion. These different 
peptides were monitored in an exploratory LC-MS run 
of  an Infliximab digest using the Q-Exactive in the full 
scan mode. Peptide DILLTQSPAILSVSPGER exhibited 
a signal approximately three times higher than peptides 
ASQFVGSSIHWYQQR and TVAAPSVFIFPPSDE-
QLK. Finally, peptide DILLTQSPAILSVSPGER was 
selected for further experiments based on sensitivity and 
chromatography (e.g. peak shape), see Figure 2. A stable 
isotope labeled analogue of  DILLTQSPAILSVSPGER 
was synthesized to serve as internal standard.

Immunocapture of  Infliximab
We selected magnetic beads coated with protein A to pull 
down Infliximab via its human Fc part. The approximate 
absolute recovery observed after all the purification, re-



Table 1. Potential peptides after in-silico tryptic digestion

Amino acid sequence Origin Remarks 1

EVK VH Too short
LEESGGGLVQPGGSMK VH Contains M
LSCVASGFIFSNHWMNWVR VH Contains C

QSPEK VH Too short
GLEWVAEIR VH Candidate
SK VH Too short
SINSATHYAESVK VH Contains NS
GR VH Too short
FTISR VH Too short
DDSK VH Too short
SAVYLQMNSLR VH Contains M
TEDTGVYYCSR VH Contains C
NYYGSTYDYGQGTTLTVSXASTK VH Too long
DILLTQSPAILSVSPGER VL Candidate
VSFSCR VL Contains C
ASQFVGSSIHWYQQR VL Candidate
TNGSPR VL Contains NG
LLIK VL Too short
YASESMSGIPSR VL Contains M
FSGSGSGTDFTLSINTVESEDIADYYCQQSHSWPFTFGSGTNLEVK VL Too long
TVAAPSVFIFPPSDEQLK VL

Candidate
1Reason for not selecting a peptide (not exhaustive) or assignment as candidate. Parts of  the variable regions are in red, parts 
of  the CDR (complementarity determining regions) are in bold and underlined. Sequence obtained from Application of  a 
mass-spectrometric method for the N-glycosylation analysis of  immunoglobulin G molecules, doctoral thesis by DI Johannes 
Stadlmann [15]. X = unknown amino acid.
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Figure 1. LC-MS Q Exactive full scan run of  signature peptide DILLTQSPAILSVSPGER and its internal standard DILLTQ-
SPAILSVSPGER[13C6

15N4] at 40 ng/ml (peptide level).  
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Figure 2. Extracted ion chromatograms of, from left to right,  potential signature peptides  DILLTQSPAILSVSPGER, 
ASQFVGSSIHWYQQR  and TVAAPSVFIFPPSDEQLK after trypsin digestion of  Infliximab (conditions see Experimental 
section), top chromatograms are the [M+2H]2+ and bottom are  [M+3H]3+species. 

duction, alkylation and digestion steps was 30%, calculat-
ed using the theoretical internal standard concentration 
in the end extract and the theoretical concentration of  
the analyte peptide from Infliximab in the end extract, 
according to the equation below (Eq. 1)

R=((Sanal/SIS)/((Cprot*(MWpep*2/MWprot)/Dprot)/(CIS/DIS)))
*100%                    (Eq.1)
                    
Where R is the recovery in %, Cprot the concentration of  
protein in serum in ng/ml, MWpep the average molecular 
weight of  the signature peptide in Da, MWprot the average 
molecular weight of  the protein in Da, Dprot the protein 
dilution factor or the ratio between sample end volume 
and loading volume, CIS the concentration of  the added 
IS solution in ng/ml, DIS the IS dilution factor or the 
ratio between end volume and added volume, Sanal the sig-

nal obtained for the analyte signature peptide and SIS the 
signal obtained for IS peptide.The results shown in this 
paper indicate that even with a relatively low absolute re-
covery, accurate results (with good relative recovery) can 
be obtained when quantifying proteins using calibration 
samples which have been prepared with the analyte pro-
tein in the matrix of  interest and subjecting these to the 
same conditions as the study samples and QCs. A way to 
further optimize the repeatability of  the method would 
be to load the protein A beads with stable isotope labeled 
protein internal standard instead of  fortifying with pep-
tide internal standard after elution of  the proteins from 
the beads [16,17]. The parameter which requires further 
optimization in the presented method is the elution step 
from the protein A beads. When the protein A beads 
were subjected to another round of  tryptic digestion a 
significant residual signal was observed for DILLTQ-

Table 2. Potential signature peptides after Protein Blast search against Rattus norvegicus (Taxid 10116) species [14]. 
Amino acid sequence Monoisotopic mass Suitable as SP
GLEWVAEIR 1071.571 hit rCG21082, not suitable
DILLTQSPAILSVSPGER  1895.036 Yes
ASQFVGSSIHWYQQR 1792.865 Yes
TVAAPSVFIFPPSDEQLK 1945.020 Yes
For GLEWVAEIR a hit was obtained for rat which also exhibited an tryptic cleavage site N-terminally to the hit.



SPAILSVSPGER (results not shown). In our experience, 
the elution step from the protein A beads was also critical 
in the method development for other monoclonal anti-
bodies (results not shown). It is recommended to opti-
mize these conditions instead of  using the standard elu-
tion conditions described in protein A protocols.

Optimization of  LC-MS/MS method for DILLTQ-
SPAILSVSPGER.
The most optimal transitions for DILLTQSPAILSVSP-
GER were selected on the basis of  signal, background 
noise and chromatographic separation characteristics in 
the presence of  matrix background. It should be noted 
that for DILLTQSPAILSVSPGER the most prominent 
charge state ([M+2H]2+ or [M+3H]3+) could change 
during method optimization. Especially, when a sensitive 
method is required, it is important to follow different 
precursor ion charge states during method optimization, 
also for other signature peptides. 
The results obtained with the calibration samples (pre-

pared once, analyzed twice) are shown in Table 3 and 
the results of  the QC samples are shown in Table 4. The 
obtained calibration curve is presented in Figure 3.
Six blank serum samples of  individual rats were an-
alyzed, which exhibited a very low  background signal 
in the SRM transition of  triply protonated DILLTQ-
SPAILSVSPGER at QC LLOQ level. In Figures 4-6 
typical chromatograms are shown for blank rat serum, 
QC LLOQ and QC high samples, respectively. The ob-
tained RSD for the QC low level was higher than 20%, 
although the RSD was lower than 20% (12%) when the 
results were calculated with the preset qualifier ion for 
DILLTQSPAILSVSPGER. 
Using the preset qualifier ion, however, the RSD for the 
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Table 3. Overview of  calibration results
Standard Theoretical

concentration 
(µg/ml)

First calibration curve Second calibration curve
Calculated 

concentration (µg/ml)
Deviation 

(%)
Calculated 

concentration (µg/ml)
Deviation 

(%)

Std 1 0.050 0.044 -11 0.055 +11
Std 2 0.10 0.093 -6.7 0.11 +5.1
Std 3 0.20 0.22 +12 0.19 -2.6
Std 4 0.50 0.51 +2.8 0.47 -6.5
Std 5 1.0 0.98 -2.5 0.97 -3.1
Std 6 2.5 2.6 +5.6 2.7 +8.0
Std 7 10 8.5 -15 8.4 -16
Std 8 25 29 +15 26 +5.8

 
Figure 4. SRMs at blank level (left Peptide DILLTQ-
SPAILSVSPGER, 632.7 => 545.3 and 632.7 => 731.4; right 
DILLTQSPAILSVSPGER[13C6

15N4]  IS, 636.0 => 555.3 and 
636.0 =>741.4).

31
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Figure 5. SRMs at LLOQ (0.1µg/ml) level (left Peptide DILL-
TQSPAILSVSPGER, 632.7 => 545.3 and 632.7 => 731.4; 
right DILLTQSPAILSVSPGER[13C6

15N4]  IS, 636.0 => 555.3 
and 636.0 =>741.4).

Figure 6. SRMs at QC high (10 µg/ml) level (left Peptide 
DILLTQSPAILSVSPGER, 632.7 => 545.3 and 632.7 => 
731.4; right DILLTQSPAILSVSPGER[13C6

15N4]  IS, 636.0 => 
555.3 and 636.0 =>741.4).

 
Table 4. Overview of  QC results.

QC Theoretical
concentration

(µg/ml)

Replicate Calculated
concentration

(µg/ml)

Deviation
(%)

Mean deviation
(%)

RSD (%)

QC LLOQ 0.10 I 0.096 -4.2

-6.3 12
II 0.098 -2.2
III 0.093 -6.8
IV 0.11 +5.7
V 0.076 -24

QC low 0.25 I 0.22 -12

-13 22
II 0.19 -23
III 0.17 -32
IV 0.21 -16
V 0.30 +20

QC medium 2.0 I 1.5 -23

-4.3 17
II 1.6 -19
III 2.3 +14
IV 2.1 +4.1
V 2.0 +2.1

QC high 10 I 11 +6.5

-3.6 6.9
II 8.9 -11
III 9.3 -6.6
IV 9.8 -1.6
V 9.5 -5.1



LLOQ level was higher than 25% (28%). The presented 
method would therefore require further optimization pri-
or to full validation according FDA or EMA guidelines.

Conclusion
This work presents an LC-MS/MS method for the 
quantification of  the therapeutic monoclonal antibody 
Infliximab in rat serum. The approach is based on im-
munoprecipitation, tryptic digestion of  Infliximab, and 
LC-MS/MS quantification of  the signature peptide 
DILLTQSPAILSVSPGER and its stable isotopically la-
beled analogue IS. With state of  the art UPLC and triple 
quadrupole instruments, a lower limit of  quantification 
was of  100 ng/ml in rat serum was readily achievable, 
as illustrated in Figure 5. Since the peptide DILLTQ-
SPAILSVSPGER originates from the variable region, it 
can also be utilized as a signature peptide for the quanti-
fication of  Infliximab in higher order species, including 
Homo sapiens.
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